Incorporating microporous membrane into medical devices.
A range of factors needs to be considered when choosing a microporous membrane for a medical device application. In addition to the composition and performance characteristics of the membrane, engineers should also evaluate potential suppliers for their quality systems, support capabilities, general financial strength and commitment to manufacturing the product. This article provides a checklist of considerations.